UNITED STATES ENVIRONMENTAL PROTECTION AGENCY

Region 6 Laboratory RE CEIVED
Environmental Services Branch
10625 Fall Road, H , TX 77099 ) 2.

Phone: (281)s9t§§?2183 oirlztf:n(zsl)%}zms 12 JuL 23 PM 2: 01

. V.
Final Analytical Report Rgag%ﬁ E NB% ELCH

- {6SF-R}
Site Name Jones Road Groundwater Plume

Sample Collection Date(s)-- 06/05/12 L

Contact Gary Baumgarten (6SF-RA)
Report Date 07/16/12
Project # 12SF115
Work Order(s)----------=-=--- 1206008

Analyses included in this report:

Metals ICP CLP Metals ICP CLP (Dissolved)
Metals ICP/MS CLP - Metals ICP/MS CLP (Dissolved)
VOA CLP Routine List

Report Narrative

Volatiles: 7

Vinyl chloride in sample 1206008-03 and Trichloroethene is sample 1206008-05 are qualified as
estimated due to inconsistent concentrations between vials used for analysis.

Two analytes fail low in the BSs and one RPD fails in the MS/MSD. None were found in the
samples. '

ICP Metals:

Batch: B2F1905: Totals: MS1/MSD1: Calcium spike recovery is outside the acceptance limits;
the corresponding result is qualified as estimated.

Batch: B2F1905: Dissolved: MS1/MSD1: Calcium and cadmium spike recoveries are outside the

acceptance limits; the corresponding results are qualified as estimated.
665273



Standard procedures for quality assurance and quality control were followed in the analysis and
reporting of the sample results. The results apply only to the samples tested. This final report
shouild only be'reproduced in full.

Reporting limits are adjusted for sample size and matrix interference.

David Neleigh V
Region 6 Laboratory Manager Region 6 Laboratory Branch Chief




UNITED STATES ENVIRONMENTAL PROTECTION AGENCY

Region 6 Environmental Services Branch Laboratory

10625 Fallstone Road
Houston, Texas 77099

Sample Receipt and Disposal

Site Name: Jones Road Groundwater Plume Project Number: 12SF115

Data Management Coordinator: Christy Warren z

dalua A T 17/ 2003
Data Management Coordinator Signature (_/J U Date

Date Transmitted: __J /| [/ _&2

Please have the U.S. EPA Project Manager/Officer call the Data Management Coordinator at 3-2137 for any
comments or questions.

Please sign and date this form below and return it with any comments to:

Christy Warren

Data Management Coordinator
Region 6 Laboratory

6MD-HS

Received by and Date

Comments:

The laboratory routinely disposes of samples 90 days after all analyses have been completed. If you have a need to
hold these samples in custody longer than 90 days, please sign below.

Signature Date

Please provide a reason for holding:



Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Fax:(281)983-2248

Phone:(281)983-2100

ANALYTICAL REPORT FOR SAMPLES

Station ID Laboratory ID Sample Type Date Collected Date Received
Iw-03 1206008-01 Liquid 6/5/12 8:45 06/06/12 13:00
MW-01 1206008-02 Liquid 6/5/12 17:11 06/06/12 13:00
OB-01 1206008-03 Liquid 6/5/12 14:24 06/06/12 13:00
0B-02 1206008-04 Liquid 6/5/12 15:53 06/06/12 13:00
SVE-02 1206008-05 Liquid 6/5/12 11:48 06/06/12 13:00
SVE-02D 1206008-06 Liquid 6/5/12 11:48 06/06/12 13:00
Trip Blank 1 1206008-07 Liquid 6/5/12 7:00 06/06/12 13:00

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-01 Station ID: TW-03
Batch: B2F1101 : Date Collected: 06/05/12
Sample Type: Liquid . Sample Vol: 5ml Sample Qualifiers:
Surrogates
Result Analyte %Recovery
Analyte ng/l  Qualifiers %Recovery  Limits Prepared Analyzed
Surr: 1,2-Dichloroethane-d4 50.2 100 81-124 06/11/12 06/11/12
Surr: Toluene-d8 49.1 98.2 86-115 " "
Surr: 4-Bromofluorobenzene 475 94.9 76-115 " S
Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Dichlorodifluoromethane (75-71-8) 8] 5.0 1 06/11/12 06/11/12
Chloromethane (74-87-3) U 5.0 " " "
Vinyl chloride (75-01-4) U 2.0 " " T
Bromomethane (74-83-9) U 5.0 " " "
Chloroethane (75-00-3) U 2.0 n " "
Trichlorofluoromethane (75-69-4) u 2.0 " ‘ " "
1,1-Dichloroethene (75-35-4) U 2.0 " " "
Carbon disulfide (75-15-0) U 2.0 " " "
1,1,2-Trichloro-1,2,2-trifluoroethane (76-13-1) U 2.0 " " "
Acetone (67-64-1) U 10.0 v " "
Methylene chloride (75-09-2) U 2.0 " " "
Methyl acetate (79-20-9) U 2.0 " " "
trans-1,2-Dichloroethene (156-60-5) U 2.0 " " "
cis-1,2-Dichloroethene (156-59-2) 36.4 20 n " "
Methyl tert-butyl ether (1634-04-4) U 2.0 " " "
1,1-Dichloroethane (75-34-3) U 20 " " "
2-Butanone (78-93-3) U 50 " " "
Chloroform (67-66-3) U 20 " " "
1,2-Dichloroethane (107-06-2) 8] 2.0 " " "
1,1,1-Trichloroethane (71-55-6) U 2.0 " " "
Cyclohexane (110-82-7) U 2.0 " " "
Carbon tetrachloride (56-23-5) U 2.0 " " "
Benzene (71-43-2) U 2.0 " " "
Trichloroethene (79-01-6) 19.8 20 " "o "
Methylcyclohexane (108-87-2) U 20 " " "
1,2-Dichloropropane (78-87-5) U 2.0 " " "
Bromodichloromethane (75-27-4) U 2.0 " " "

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-01 Station ID: TW-03

Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5ml Sample Qualifiers:
Targets (Continued)
Result Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed

cis-1,3-Dichloropropene (10061-01-5) U 2.0 1 06/11/12 06/11/12
trans-1,3-Dichloropropene (10061-02-6) U 2.0 " " "
1,1,2-Trichloroethane (79-00-5) U 2.0 " " "
Dibromochloromethane (124-48-1) 8] 20 " " "
Bromoform (75-25-2) U 2.0 " " "
4-Methyl-2-pentanone (108-10-1) U 5.0 " " "
Toluene (108-88-3) 0) 20 " " "

~ Tetrachloroethene (127-18-4) 365 100 50 " 06/11/12
2-Hexanone (591-78-6) U 5.0 1 " 06/11/12
1,2-Dibromoethane (106-93-4) U 2.0 " " "
Chlorobenzene (108-90-7) U 2.0 " " "
Ethylbenzene (100-41-4) U 2.0 " " "
meta-/para-Xylene (na) U 4.0 " " "
ortho-Xylene (95-47-6) 8] 2.0 " " "
Styrene (100-42-5) U 2.0 " n "
Isopropylbenzene (98-82-8) u 2.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) U 2.0 " " "
1,3-Dichlorobenzene (541-73-1) 8) 2.0 " " "
1,4-Dichlorobenzene (106-46-7) U 2.0 " " "
1,2-Dichlorobenzene (95-50-1) U 2.0 " " "
1,2-Dibromo-3-chloropropane (96-12-8) U 5.0 - " " "
1,2,4-Trichlorobenzene (120-82-1) 8] 5.0 " " "
This sample was received at pH 2.
Viny] Chloride and Styrene may be biased low.

kws

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS.3 - ICP

Lab ID: 1206008-01 Station ID: TW-03
Batch: B2F1905 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) U 100 1 06/20/12 06/28/12
Barium (7440-39-3) 560 10.0 n " "
Beryllium (7440-41-7) - U 5.0 " " "
Cadmium (7440-43-9) U 5.0 " " "
Calcium (7440-70-2) 127,000 J 150 " " "
Chromium (7440-47-3) U 10.0 " " "
Cobalt (7440-48-4) U 20.0 " " "
Copper (7440-50-8) U 20.0 " " "
Iron (7439-89-6) U 250 " " "
Magnesium (7439-954) 11,600 150 " " "
Manganese (7439-96-5) 1] 5.0 " " "
Nickel (7440-02-2) ' U 20.0 " " "
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) 1§ 10.0 " " "
Sodium (7440-23-5) 58,600 500 " " oo
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

ts

: Metals by CLP ILMOS.3 - ICP/MS
Lab ID: 1206008-01 Station ID: TW-03

Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml ‘Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed

Antimony (7440-36-0) U 2.0 4 " 06/26/12
Arsenic (7440-38-2) U 2.0 " " "
Lead (7439-92-]) U 20 n " "
Selenium (7782-49-2) U 4.0 " " "
Thallium (7440-28-0) U 2.0 " " "

KD

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS.3 - ICP

Lab ID: 1206008-01 Station ID: TW-03
Batch: B2F1905 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) , U ’ 100 1 06/20/12 06/28/12
Barium (7440-39-3) 563 10.0 " " "
Beryllium (7440-41-7) U 5.0 " " "
Cadmium (7440-43-9) 20.4 J 5.0 " " "
Calcium (7440-70-2) ' 127,000 J 150 " " "
Chromium (7440-47-3) U 10.0 " " o
Cobalt (7440-48-4) U 20.0 " " "
Copper (7440-50-8) U 20.0 " " "
Iron (7439-89-6) 6] 250 " " "
Magnesium (7439-95-4) 11,600 150 " " "
Manganese (7439-96-5) U 5.0 " " "
Nickel (7440-02-2) U 20.0 " " "
Potassium (7440-09-7) U 1,000 n " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) 58,700 500 " " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

Metals (Dissolved) by CLP ILMOS5.3 - ICP/MS

Lab ID: 1206008-01 Station ID: TW-03
Batch: B2F1906 : Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 ' 4 " 06/26/12
Arsenic (7440-38-2) 18} 2.0 " " n
Lead (7439-92-1) U 20 " " ’
Selenium (7782-49-2) U 4.0 " " "
Thallium (7440-28-0) U 20 n " "

KD

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-02 Station ID: MW-01
- Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5Sml Sample Qualifiers:
Surrogates
Result  Analyte %Recovery
Analyte pg/l  Qualifiers %Recovery  Limits Prepared Analyzed
Surr: 1,2-Dichloroethane-d4 46.2 924 81-124 06/11/12 06/12/12
Surr: Toluene-d8 47.6 95.1 86-115 " "
Surr: 4-Bromofluorobenzene 47.6 95.3 76-115 " oo
Targets
Result  Analyte Reporting
Analyte (CAS Number) ng/l  Qualifiers Limit Dilution Prepared Analyzed

Dichlorodifluoromethane (75-71-8) U 10.0 2 06/11/12  06/12/12
Chloromethane (74-87-3) U 10.0 " " "
Vinyl chloride (75-01-4) 117 4.0 " " "
Bromomethane (74-83-9) U 10.0 " " "
Chloroethane (75-00-3) U 4.0 n o " "
Trichlorofluoromethane (75-69-4) U 4.0 " " "
1,1-Dichloroethene (75-35-4) U 4.0 " " "
Carbon disulfide (75-15-0) 18] 4.0 " " "
1,1,2-Trichloro-1,2,2-trifluoroethane (76-13-1) U 4.0 ) " n
Acetone (67-64-1) 8] 20.0 " " Tow
Methylene chloride (75-09-2) U 4.0 " " "
Methyl acetate (79-20-9) U 4.0 " " "
trans-1,2-Dichloroethene (156-60-5) 7.6 4.0 " " "
cis-1,2-Dichloroethene (156-59-2) 1,260 20.0 10 " 06/11/12
Methy! tert-buty! ether (1634-04-4) U~ 4.0 2 " 06/12/12
1,1-Dichloroethane (75-34-3) U 4.0 : " " "
2-Butanone (78-93-3) U 10.0 " " "
Chloroform (67-66-3) U 4.0 " " "
1,2-Dichloroethane (107-06-2) U 4.0 " " "
1,1,1-Trichloroethane (71-55-6) U 4.0 " " "
Cyclohexane (110-82-7) U 4.0 " " "o
Carbon tetrachloride (56-23-5) U 4.0 " " "
Benzene (71-43-2) U 4.0 " ' " "
Trichloroethene (79-01-6) 980 20.0 10 " 06/11/12
Methylcyclohexane (108-87-2) 0] 4.0 2 " 06/12/12
1,2-Dichloropropane (78-87-5) U 4.0 " " "
Bromodichloromethane (75-27-4) U 4.0 " " "

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-02 Station ID: MW-01
Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: Sml Sample Qualifiers:
Targets (Continued)
Result Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
cis-1,3-Dichloropropene (10061-01-5) U 4.0 2 06/11/12 06/12/12
trans-1,3-Dichloropropene (10061-02-6) U 40 " " "
1,1,2-Trichloroethane (79-00-5) U 4.0 " " "
Dibromochloromethane (124-48-1) U 4.0 " " "
Bromoform (75-25-2) U 4.0 " " : "
4-Methyl-2-pentanone (108-10-1) U 10.0 " " "
Toluene (108-88-3) U 4.0 " " "
Tetrachloroethene (127-18-4) 17,100 200 100 " 06/11/12
2-Hexanone (591-78-6) U 10.0 2 " 06/12/12
1,2-Dibromoethane (106-93-4) U 4.0 " " "
Chlorobenzene (108-90-7) U 4.0 " " "
Ethylbenzene (100-41-4) U 4.0 " " "
meta-/para-Xylene (na) » U 8.0 " " "
ortho-Xylene (95-47-6) i U 4.0 " " "
Styrene (100-42-5) U 4.0 " " "
Isopropylbenzene (98-82-8) U 4.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) U 4.0 " " "
1,3-Dichlorobenzene (541-73-1) U 4.0 " " "
1,4-Dichlorobenzene (106-46-7) U 40 " " "
1,2-Dichlorobenzene (95-50-1) U 4.0 " " "
1,2-Dibromo-3-chloropropane (96-12-8) 8] 10.0 " " "
1,2,4-Trichlorobenzene (120-82-1) U 10.0 " " "

This sample was received at pH 2.
Vinyl Chloride and Styrene may be biased low.

kws

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS.3 - ICP

Lab ID: 1206008-02 Station ID: MW-01
Batch: B2F1905 C Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml] Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/t  Qualifiers Limit Dilution  Prepared Analyzed
Aluminum (7429-90-5) 115 100 1 06/20/12 06/28/12
Barium (7440-39-3) 894 10.0 " " "
Beryllium (7440-41-7) - - U 5.0 " " "
Cadmium (7440-43-9) U 5.0 " " "
Calcium (7440-70-2) 129,000 150 " " .
Chromium (7440-47-3) U : - 10.0 " " "
Cobalt (7440-48-4) U 20.0 . " "
Copper (7440-50-8) _ U 20.0 n " "
Iron (7439-89-6) 73.0 25.0 T " y
Magnesium (7439-95-4) 12,400 150 " " "
Manganese (7439-96-5) 17.6 5.0 " " "
Nickel (7440-02-2) : U 20.0 " " "
Potassium (7440-09-7) U : 1,000 " " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) 54,700 ’ 500 " " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

| Metals by CLP ILMOS.3 - ICP/MS
Lab ID: 1206008-02 , Station ID: MW-01

Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
" Result Analyte Reporting
Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed

Antimony (7440-36-0) U 2.0 4 " 06/26/12
Arsenic (7440-38-2) U 2.0 " " "
Lead (7439-92-1) 8} 2.0 " " "
Selenium (7782-49-2) U 4.0 " " o
Thallium (7440-28-0) U 2.0 " " "

KD

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS5.3 - ICP

Lab ID: 1206008-02 Station ID: MW-01
Batch: B2F1905 Date Collected: 06/05/12 '
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) U 100 1 06/20/12  06/28/12
Barium (7440-39-3) 874 10.0 " " "
Berylllum (744041-7) U 50 n " "
Cadmium (7440-43-9) 6.4 5.0 " " "
Calcium (7440-70-2) 126,000 150 ! " "
Chromium (7440-47-3) U 10.0 . " " "
Cobalt (7440-48-4) U 20.0 " " "
Copper (7440-50-8) U 20.0 " " "
Iron (7439-89-6) U 25.0 " " : "
Magnesium (7439-95-4) 12,100 150 " " "
Manganese (7439-96-5) 14.2 5.0 " " "
Nickel (7440-02-2) U 20.0 : " .
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) 53,700 500 " " "
Vanadium (7440~62-2) U 20.0 " " "

Zinc (7440-66-6) U 200 n " "

Metals (Dissolved) by CLP ILMOS.3 - ICP/MS

Lab ID: 1206008-02 Station ID: MW-01
Batch: B2F1906 Date Collected: 06/05/12 '
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 4 " 06/26/12
Al'SCniC (7440-38-2) U 20 n . " "
Lead (7439-92-1) U 2.0 " " "
Selenium (7782-49-2) U 4.0 " n "
Thallium (7440-28-0) U 2.0 ; ’ ;
KD

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-03 ~ Station ID: OB-01
Batch: B2F1101 : Date Collected: 06/05/12

Sample Type: Liquid Sample Vol: 5mil Sample Qualifiers:

Surrogates
Result Analyte %Recovery
Analyte ng/l  Qualifiers %Recovery  Limits Prepared Analyzed
Surr: 1,2-Dichloroethane-d4 49.6 99.1 81-124 06/11/12 06/12/12
Surr: Toluene-d8 48.1 96.2 86-115 " "
Surr: 4-Bromofluorobenzene 48.0 95.9 76-115 nooo
Targets
. Result  Analyte Reporting
Analyte (CAS Number) ug/l Qualifiers Limit Dilution Prepared Analyzed

Dichlorodifluoromethane (75-71-8) U 10.0 2 06/11/12 06/12/12
Chloromethane (74-87-3) 6] 10.0 " " "
Vinyl chloride (75-01-4) 171 J 4.0 " " "
Bromomethane (74-83-9) U 10.0 " " "
Chloroethane (75-00-3) U 4.0 " " "
Trichlorofluoromethane (75-69-4) U 4.0 " " "
1,1-Dichloroethene (75-35-4) U 4.0 " " "
Carbon disulfide (75-15-0) U 4.0 " " "
1,1,2-Trichloro-1,2,2-trifluoroethane (76-13-1) 8] 4.0 " " "
Acetone (67-64-1) U 20.0 " " "
Methylene chloride (75-09-2) U 4.0 " " "
Methyl acetate (79-20-9) U 4.0 " " "
trans-1,2-Dichloroethene (156-60-5) 6.2 4.0 " " "
cis-1,2-Dichloroethene (156-59-2) 1,070 20.0 10 " 06/11/12
Methyl tert-butyl ether (1634-04-4) U 4.0 2 " 06/12/12
1,1-Dichloroethane (75-34-3) U 4.0 " " "
2-Butanone (78-93-3) U 10.0 " " "
Chloroform (67-66-3) U 4.0 " " "
1,2-Dichloroethane (107-06-2) U 4.0 " " "
1,1,1-Trichloroethane (71-55-6) U 4.0 " " "
Cyclohexane (110-82-7) 18] 4.0 " " "
Carbon tetrachloride (56-23-5) U 4.0 " " "
Benzene (71-43-2) U 4.0 " " "
Trichloroethene (79-01-6) 475 20.0 10 " 06/11/12
Methylcyclohexane (108-87-2) U 4.0 2 " 06/12/12
1,2-Dichloropropane (78-87-5) U 4.0 " " "
Bromodichloromethane (75-27-4) U 4.0 " " "

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-03 Station ID: OB-01
Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5ml , Sample Qualifiers:
Targets (Continued)
’ Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers . Limit Dilution Prepared Analyzed
cis-1,3-Dichloropropene (10061-01-5) U 4.0 2 06/11/12 06/12/12
trans-1,3-Dichloropropene (10061-02-6) U 4.0 " " "
1,1,2-Trichloroethane (79-00-5) U 4.0 " " n
Dibromochtoromethane (124-48-1) U 4.0 " " "
Bromoform (75-25-2) U 4.0 " " "
4-Methyl-2-pentanone (108-10-1) U 10.0 " " "
Toluene (108-88-3) 18 4.0 " " "
Tetrachloroethene (127-18-4) 7,050 200 100 " 06/11/12
2-Hexanone (591-78-6) U 10.0 2 " 06/12/12
1,2-Dibromoethane (106-93-4) 18] 4.0 " " "
Chlorobenzene (108-90-7) U 4.0 " " "
Ethylbenzene (100-41-4) 6) 40 " " "
meta-/para-Xylene (na) U 8.0 " " "
ortho-Xylene (95-47-6) U 4.0 " " "
Styrene (100-42-5) U 4.0 " " "
Isopropylbenzene (98-82-8) U 4.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) 0) 4.0 " " "
1,3-Dichlorobenzene (541-73-1) U 4.0 " " "
1,4-Dichlorobenzene (106-46-7) U 4.0 " " "
1,2-Dichlorobenzene (95-50-1) U 4.0 n " "
1,2-Dibromo-3-chloropropane (96-12-8) U 10.0 " g "
1,2,4-Trichlorobenzene (120-82-1) U 10.0 " " "
This sample was received at pH 2.
Vinyl Chloride and Styrene may be biased low.
kws
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS5.3 -1CP
Lab ID: 1206008-03 Station ID: OB-01

Batch: B2F1905 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50m! Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) 159 100 1 06/20/12 06/28/12
Barium (7440-39-3) 828 10.0 " " "
Beryllium (7440-41-7) - - U 5.0 " " "
Cadmium (7440-43-9) 10 5.0 n n "
Calcium (7440-70-2) 126,000 150 " " "
Chromium (7440-47-3) 6] 10.0 " " "
Cobalt (7440-48-4) 1§) ' 20.0 " " "
Copper (7440-50-8) 1§) 20.0 " " n
Iron (7439-89-6) 94.0 ' 25.0 " " "
Magnesium (7439-95-4) 12,200 150 " " "
Manganese (7439-96-5) 47.0 5.0 i " "
Nickel (7440-02-2) U 20.0 u " "
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) 65,600 500 " " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 y ’ y

Metals by CLP ILMOS.3 - ICP/MS

Lab ID: 1206008-03 . Station ID: OB-01
Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
' Result  Analyte Reporting

Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 20 4 " 06/26/12
Arsenic (7440-38-2) U 2.0 " " "
Lead (7439-92-1) U 20 n " n
Selenium (7782-49-2) 8] 4.0 " " "
Thallium (7440-28-0) U 2.0 " " "

KD
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMO5.3 - ICP

Lab ID: 1206008-03 Station ID: OB-01
Batch: B2F1905 Date Collected: 06/05/12
Sample Type: Liquid : Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) U 100 1 06/20/12 06/28/12
Barium (7440-39-3) 847 100 . " " }
Beryllium (7440-41-7) U 5.0 " " "
Cadmium (7440-43-9) U 5.0 " " "
Calcium (7440-70-2) 127,000 150 " " "
Chromium (7440-47-3) U 10.0 " " "
Cobalt (7440-48-4) U 200 - y " "
Copper (7440-50-8) 18] 20.0 " " "
Iron (7439-89-6) U 25.0 n " "
Magnesium (7439-95-4) 12,200 150 " " "
Manganese (7439-96-5) 40.2 50 " " "
Nickel (7440-02-2) U 20.0 " " "
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) : _ 64,700 500 " " n
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

Metals (Dissolved) by CLP ILMOS5.3 - ICP/MS

Lab ID: 1206008-03 Station ID: OB-01
Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid : Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 4 " 06/26/12°
Arsenic (7440-38-2) U 20 " " "
Lead (7439'92-1) U 20 n " "
Selenium (7782-49-2) U 4.0 " " "
Thallium (7440-28-0) U 2.0 . " .

KD

Repon Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS .
Lab ID: 1206008-04 Station ID: OB-02

Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5ml Sample Qualifiers:
Surrogates
Result Analyte %Recovery
Analyte ng/l  Qualifiers %Recovery  Limits Prepared Analyzed
Surr: 1,2-Dichloroethane-d4 48.1 96.2 81-124 06/11/12 06/12/12
Surr: Toluene-d8 46.9 93.9 86-115 " "
Surr: 4-Bromofluorobenzene 48.1 96.2 76-115 "o "
Targets
' Result  Analyte Reporting
Analyte (CAS Number) pg/t  Qualifiers Limit Dilution Prepared Analyzed
Dichlorodifluoromethane (75-71-8) U 10.0 2 06/11/12 06/12/12
Chloromethane (74-87-3) 6] 10.0 " " "
Vinyl chloride (75-01-4) 154 4.0 " " "
Bromomethane (74-83-9) U 10.0 " " "
Chloroethane (75-00-3) 6] 4.0 " " "
Trichlorofluoromethane (75-69-4) U 4.0 " " "
1,1-Dichloroethene (75-35-4) U 4.0 " " "
Carbon disulfide (75-15-0) U 4.0 o " "
1,1,2-Trichloro-1,2,2-trifluoroethane (76-13-1) U 4.0 " " "
Acetone (67-64-1) U 20.0 " " "
Methylene chioride (75-09-2) 8] 4.0 " " "
Methyl acetate (79-20-9) U 4.0 " " "
trans-1,2-Dichloroethene (156-60-5) 8.1 4.0 " u "
cis-1,2-Dichloroethene (156-59-2) 1,420 20.0 10 " 06/11/12
Methyl tert-butyl ether (1634-04-4) U 4.0 2 " 06/12/12
1,1-Dichloroethane (75-34-3) U 4.0 " " "
2-Butanone (78-93-3) U 10.0 " " "
Chloroform (67-66-3) U 4.0 [} " [
1,2-Dichloroethane (107-06-2) u 4.0 [ " "
1,1,1-Trichloroethane (71-55-6) U 4.0 " " "
Cyclohexane (110-82-7) U 4.0 " " "
Carbon tetrachloride (56-23-5) U 4.0 " " "
Benzene (71-43-2) U 4.0 " " "
Trichloroethene (79-01-6) 1,050 20.0 10 " 06/11/12
Methylcyclohexane (108-87-2) U 4.0 2 : " 06/12/12
1,2-Dichloropropane (78-87-5) U 4.0 " " "
Bromodichloromethane (75-27-4) U 4.0 " " "

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-04 Station ID: OB-02
Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5Sml Sample Qualifiers:
Targets (Continued)
Result  Analyte Reporting
Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
cis-1,3-Dichloropropene (10061-01-5) U 4.0 2 06/11/12 06/12/12
trans-1,3-Dichloropropene (10061-02-6) U 4.0 " " "
1,1,2-Trichloroethane (79-00-5) U 4.0 " " "
Dibromochloromethane (124-48-1) U 4.0 " " "
Bromoform (75-25-2) U 4.0 " " "
4-Methy!-2-pentanone (108-10-1) U 10.0 " " "
Toluene (108-88-3) U 4.0 " " "
Tetrachloroethene (127-18-4) 17,100 200 100 " 06/11/12
2-Hexanone (591-78-6) U 10.0 2 " 06/12/12
1,2-Dibromoethane (106-93-4) 6] 4.0 " " "
Chlorobenzene (108-90-7) U 4.0 " " "
Ethylbenzene (100-41-4) U 4.0 " " "
meta-/para-Xylene (na) U 8.0 " " "
ortho-Xylene (95-47-6) U 4.0 " " o
Styrene (100-42-5) U 4.0 " " "
Isopropylbenzene (98-82-8) U 4.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) U 4.0 " " "
1,3-Dichlorobenzene (541-73-1) U 4.0 " " "
1,4-Dichlorobenzene (106-46-7) U 4.0 " " "
1,2-Dichlorobenzene (95-50-1) 8] 4.0 " " "
1,2-Dibromo-3-chloropropane (96-12-8) U 10.0 " " "
1,2,4-Trichlorobenzene (120-82-1) U 10.0 " " "
This sample was received at pH 2.
Vinyl Chloride and Styrene may be biased low. )
WS
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS.3 - ICP

Lab ID: 1206008-04 Station ID: OB-02
Batch: B2F1905 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution _Prepared Analyzed
Aluminum (7429-90-5) 102 100 1 06/20/12 06/28/12
Barium (7440-39-3) 897 10.0 " " "
Beryllium (7440-41-7) 8] 5.0 "o " "
Cadmium (7440-43-9) U 5.0 " o ;
Calcium (7440-70-2) 124,000 150 " " "
Chromium (7440-47-3) U 10.0 " " "
Cobalt (7440-48—4) U 20.0 " " "
Copper (7440-50-8) U 20.0 " " "
Iron (7439-89-6) 79.4 250 " " "
Magnesium (7439-95-4) 12,200 150 " " "
Manganese (7439-96-5) 22.1 5.0 " " "
Nickel (7440-02-2) U 20.0 n n ]
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) 18) 10.0 " n "
Sodium (7440-23-5) 51,700 500 " " "
Vanadium (7440-62-2) 8] 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

Metals by CLP ILMOS.3 - ICP/MS

Lab ID: 1206008-04 Station ID: OB-02
Batch: B2F1906 Date Collected: 06/05/12 .
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 4 " 06/26/12
Arsenic (7440-38-2) U 20 " " "
Lead (7439-92-1) U 2.0 " " "
Selenium (7782-49-2) 10) 4.0 " " "
Thallium (7440-28-0) U 2.0 " " "

KD
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS5.3 - ICP

Lab ID: 1206008-04 Station ID: OB-02
Batch: B2F1905 Date Collected: 06/05/12

Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:

Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed

Aluminum (7429-90-5) U 100 1 06/20/12 06/28/12
Barium (7440-39-3) 910 10.0 " " "
Beryllium (7440-41-7) U 5.0 " " "
Cadmium (7440-43-9) U 5.0 " "noo "
Calcium (7440-70-2) 126,000 150 " " "
Chromium (7440-47-3) U 10.0 " " "
Cobalt (7440-48-4) 0] 20.0 " " "
Copper (7440-50-8) U 20.0 " " "

Iron (7439-89-6) U 25.0 " " "
Magnesium (7439-95-4) 12,400 150 " " "
Manganese (7439-96-5) 22.2 5.0 " " "
Nickel (7440-02-2) U 20.0 " " "
‘Potassium (7440-09-7) U 1,000 " o "
Silver (7440-22-4) 8] 10.0 " " "
Sodium (7440-23-5) 52,800 500 " " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

Metals (Dissolved) by CLP ILMOS.3 - ICP/MS

Lab ID: 1206008-04 Station ID: OB-02
Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid ~Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 20 4 " 06/26/12
Arsenic (7440-38-2) 10) 2.0 " " "
Lead (7439-92-]) U 20 ”" " "
Selenium (7782-49-2) U 4.0 " " "
Thallium (7440-28-0) U 2.0 . " .

KD
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-05 _ ' Station ID: SVE-02
Batch: B2F1101 Date Collected: 06/05/12

Sample Type: Liquid Sample Vol: 5ml Sample Qualifiers:

Surrogates
Result Analyte %Recovery
Analyte Hg/l  Qualifiers %Recovery  Limits Prepared Analyzed
Surr: 1,2-Dichloroethane-d4 50.2 100 81-124 06/11/12 06/11/12
Surr: Toluene-d8 49.0 . 97.9 86-115 " "
Surr: 4-Bromofluorobenzene 48.4 96.7 76-115 " "
Targets
Result Analyte ~ Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed

Dichlorodifluoromethane (75-71-8) U 5.0 1 06/11/12 06/11/12
Chloromethane (74-87-3) U 5.0 " " "
Vinyl chloride (75-01-4) U 2.0 " " "
Bromomethane (74-83-9) U 5.0 " " "
Chloroethane (75-00-3) U 2.0 oo " "
Trichlorofluoromethane (75-69-4) U 2.0 " " "
1,1-Dichloroethene (75-35-4) U 2.0 " " "
Carbon disulfide (75-15-0) U 2.0 " " "
1,1,2-Trichloro-1,2,2-trifluoroethane (76-13-1) U 2.0 " " "
Acetone (67-64-1) U 10.0 " " "
Methylene chloride (75-09-2) U 2.0 " " "
Methyl acetate (79-20-9) U 2.0 " " "
trans-1,2-Dichloroethene (156-60-5) U 2.0 " " "
cis-1,2-Dichloroethene (156-59-2) 37.6 2.0 oo " "
Methyl tert-butyl ether (1634-04-4) U 2.0 " " "
1,1-Dichloroethane (75-34-3) U 2.0 " " "
2-Butanone (78-93-3) U 5.0 " " "
Chloroform (67-66-3) U 2.0 " " "
1,2-Dichloroethane (107-06-2) U 20 " " "
1,1,1-Trichloroethane (71-55-6) U 2.0 " " "
Cyclohexane (110-82-7) U 2.0 " " "
Carbon tetrachloride (56-23-5) U 2.0 " " "
Benzene (71-43-2) U 2.0 " " "
Trichloroethene (79-01-6) 19.3 J 20 " " "
Methylcyclohexane (108-87-2) U . 2.0 " " "
1,2-Dichloropropane (78-87-5) U 20 - " " "
Bromodichloromethane (75-27-4) U 2.0 " " "

Report Name: 1206008 FINAL 07 16 12 1636
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-05 Station ID: SVE-02
Batch: B2F1101 " Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5ml Sample Qualifiers:
Targets (Continued)
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
cis-1,3-Dichloropropene (10061-01-5) U 2.0 1 06/11/12 06/11/12
trans-1,3-Dichloropropene (10061-02-6) 0] 2.0 " " "
1,1,2-Trichloroethane (79-00-5) U 2.0 " " "
Dibromochloromethane (124-48-1) U 2.0 " " "
Bromoform (75-25-2) U 2.0 " " "
4-Methyl-2-pentanone (108-10-1) U 5.0 " " "
Toluene (108-88-3) 8] 2.0 " " "
Tetrachloroethene (127-18-4) 356 20.0 10 " 06/11/12
2-Hexanone (591-78-6) U 5.0 1 " 06/11/12
1,2-Dibromoethane (106-93-4) 6] 2.0 " " "
Chlorobenzene (108-90-7) U 20 " " !
Ethylbenzene (100-41-4) U 2.0 " " "
meta-/para-Xylene (na) U 4.0 " " "
orthé-Xylene (95-47-6) U 2.0 " " "
Styrene (100-42-5) U 2.0 "o " "
Isopropylbenzene (98-82-8) U 2.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) U 2.0 " " "
1,3-Dichlorobenzene (541-73-1) U 2.0 " " "
1,4-Dichlorobenzene (106-46-7) U 20 " " "
1,2-Dichlorobenzene (95-50-1) 0) 2.0 " " "
1,2-Dibromo-3-chloropropane (96-12-8) U 5.0 " "o "
1,2,4-Trichlorobenzene (120-82-1) U 5.0 " " "
This sample was received at pH 2.
Viny! Chloride and Styrene may be biased low. .
S
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS.3 - ICP

Lab ID: 1206008-05 Station ID: SVE-02
Batch: B2F1905 Date Collected: 06/05/12 ,
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) U 100 1 06/20/12  06/28/12
Barium (7440-39-3) 584 10.0 " " "
Beryllium (7440-41-7) U 5.0 " " .
Cadmium (7440-43-9) U 50 " " "
Calcium (7440-70-2) 126,000 150 " " "
Chromium (7440-47-3) U 100 y " "
Cobalt (7440-48-4) U 20.0 " " "
Copper (7440-50-8) U 20.0 " " "
Iron (7439-89-6) 206 25.0 . y ;
Magnesium (7439-95-4) 11,900 150 " " "
Manganese (7439-96-5) 22.0 5.0 " " "
Nickel (7440-02-2) U 20.0- " " "
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) U 10.0 y " y
Sodium (7440-23-5) 58,400 500 " " "
Vanadium (7440-62-2) 6] 20.0 " " "
Zinc (7440-66-6) u 20.0 " " "

Metals by CLP ILMOS5.3 - ICP/MS

Lab ID: 1206008-05 : Station ID: SVE-02
Batch: B2F1906 Date Collected: 06/05/12 .
Sample Type: Liquid ' Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 4 " 06/26/12
Arsenic (7440-38-2) U 2.0 " " "
Lead (7439-92-1) U 2.0 ] " n
Selenium (7782-49-2) U 4.0 " Y "
Thallium (7440-28-0) U 2.0 " " "

: KD
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS.3 - ICP

Lab ID: 1206008-05 : Station ID: SVE-02
Batch: B2F1905 , Date Collected: 06/05/12 :
Sample Type: Liquid Sample Vol: 50ml ' Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed

Aluminum (7429-90-5) U 100 1 06/20/12 06/28/12
Barium (7440-39-3) 566 10.0 . " ;
Beryllium (7440-41-7) U 5.0 " " "

. Cadmium (7440-43-9) 10} 5.0 " " "
Calcium (7440-70-2) 123,000 150 " " "
Chromium (7440-47-3) ' U 10.0 " " "
Cobalt (7440-48-4) U - 200 y " "
Copper (7440-50-8) U 20.0 " " "

Iron (7439-89-6) U 25.0 . . "
Magnesium (7439-95-4) 11,600 150 " " "
Manganese (7439-96-5) 10.6 50 " " "
Nickel (7440-02-2) U 20.0 " " "
Potassium (7440-09-7) 8] 1,000 " " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) 57,600 500 " " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) u 20.0 " " "

Metals (Dissolved) by CLP ILMO5.3 - ICP/MS

Lab ID: 1206008-05 Station ID: SVE-02
Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 4 " 06/26/12
Arsenic (7440-38-2) U 2.0 " " "
Lead (7439-92-1) U 20 " n ",
Sclenium (7782‘49'2) U 40 " " "
Thallium (7440-28-0) U 20 " " n

KD
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-06 Station ID: SVE-02 D
Batch: B2F1101 Date Collected: 06/05/12

Sample Type: Liquid Sample Vol: Sml Sample Qualifiers:

Surrogates
Result Analyte %Recovery
Analyte ng/l Qualifiers %Recovery  Limits Prepared Analyzed

Surr: 1,2-Dichloroethane-d4 49.2 98.5 81-124 06/11/12 06/11/12

Surr: Toluene-d8 49.6 99.2 86-115 " "

Surr: 4-Bromofluorobenzene 48.9 97.8 76-115 " "

Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed

Dichlorodifluoromethane (75-71-8) U 50 1 06/11/12 06/11/12
_Chloromethane (74-87-3) U 5.0 " " "
Vinyl chloride (75-01-4) U 2.0 " " "
Bromomethane (74-83-9) U 5.0 " " "
Chloroethane (75-00-3) U 2.0 " " "
Trichlorofluoromethane (75-69-4) U 2.0 " " "
1,1-Dichloroethene (75-35-4) U 2.0 " " "
Carbon disulfide (75-15-0) U 2.0 " " "
1,1,2-Trichloro-1,2,2-trifluorocthane (76-13-1) U 2.0 " " "
Acetone (67-64-1) U 10.0 " " "
Methylene chloride (75-09-2) 8) 2.0 " " "
Methyl acetate (79-20-9) U 2.0 " " "
trans-1,2-Dichloroethene (156-60-5) U 2.0 " " "
cis-1,2-Dichloroethene (156-59-2) 35.5 2.0 " v "
Methy! tert-butyl ether (1634-04-4) U 2.0 " n "
1,1-Dichloroethane (75-34-3) U 2.0 " " "
2-Butanone (78-93-3) U 5.0 " " "
Chloroform (67-66-3) U 2.0 " " "
1,2-Dichloroethane (107-06-2) U 20 " " "
1,1,1-Trichloroethane (71-55-6) U 2.0 n " "
Cyclohexane (110-82-7) U 20 " " "
Carbon tetrachloride (56-23-5) U 2.0 " " "
Benzene (71-43-2) 8] 2.0 " " "
Trichloroethene (79-01-6) 16.7 2.0 " " "
Methylcyclohexane (108-87-2) U 2.0 " " "
1,2-Dichloropropane (78-87-5) U 2.0 " " "
Bromodichloromethane (75-27-4) U 2.0 " " "
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2_100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-06 Station ID: SVE-02D
Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5ml Sample Qualifiers:
Targets (Continued)
Result  Analyte Reporting
Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
cis-1,3-Dichloropropene (10061-01-5) U 2.0 1 06/11/12 06/11/12
trans-1,3-Dichloropropene (10061-02-6) U 2.0 " " "
1,1,2-Trichloroethane (79-00-5) U 2.0 " " "
Dibromochloromethane (124-48-1) U 2.0 n " "
Bromoform (75-25-2) 8] 2.0 " " "
4-Methyl-2-pentanone (108-10-1) U 5.0 " " "
Toluene (108-88-3) U 2.0 " " "
Tetrachloroethene (127-18-4) 296 4.0 2 " 06/11/12
2-Hexanone (591-78-6) U 5.0 1 ' " 06/11/12
1,2-Dibromoethane (106-93-4) 16} 2.0 " " "
Chlorobenzene (108-90-7) U 20 " " "
Ethylbenzene (100-41-4) U 2.0 " " "
meta-/para-Xylene (na) U 4.0 " " "
ortho-Xylene (95-47-6) U 2.0 " ” "
Styrene (100-42-5) U 2.0 " " "
Isopropylbenzene (98-82-8) U 2.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) U 2.0 " " "
1,3-Dichlorobenzene (541-73-1) U 2.0 " " n
1,4-Dichlorobenzene (106-46-7) U 2.0 " n "
1,2-Dichlorobenzene (95-50-1) U 2.0 n " "
1,2-Dibromo-3-chloropropane (96-12-8) U 5.0 n " "
1,2,4-Trichlorobenzene (120-82-1) U 5.0 " " "

This sample was received at pH 2.
Vinyl Chloride and Styrene may be biased low.

kws
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS5.3 - ICP

Lab ID: 1206008-06 Station ID: SVE-02 D
Batch: B2F1905 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pug/l  Qualifiers Limit Dilution Prepared Analyzed
Aluminum (7429-90-5) 216 100 1 06/20/12 06/28/12
Barium (7440-39-3) 587 10.0 " " "
Beryllium (7440-41-7) U 5.0 " " "
Cadmium (7440-43-9) U 5.0 " " "
Calcium (7440-70-2) 128,000 150 i " "
Chromium (7440-47-3) 18] 10.0 " " "
Cobalt (7440-48-4) U 20.0 " " "
Copper (7440-50-8) 0] 20.0 " " "
Iron (7439-89-6) 333 25.0 " " "
Magnesium (7439-95-4) 12,000 150 " " "
Manganese (7439-96-5) 19.4 5.0 " " "
Nickel (7440-02-2) U 20.0 " " n
Potassium (7440-09-7) U 1,000 " " "
Silver (7440-22-4) U 10.0 " " "
Sodium (7440-23-5) . 59,400 500 " " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) U 20.0 " " "

Metals by CLP ILMOS.3 - ICP/MS

Lab ID: 1206008-06 Station ID: SVE-02 D
Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony-(7440-36-0) U 20 4 " 06/26/12
Arsenic (7440-38-2) 8) 2.0 " " "
Lead (7439-92-1) U 20 " " "
Selenium (7782-49-2) U 4.0 ”" " n
Thallium (7440-28-0) U 2.0 " " "

KD
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS.3 - ICP

Lab ID: 1206008-06 Station ID: SVE-02 D
Batch: B2F1905 Date Collected: 06/05/12 -
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting
Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed

Aluminum (7429-90-5) U 100 1 06/20/12 06/28/12
Barium (7440-39-3) 616 10.0 " " "
Beryllium (7440-41-7) U 5.0 " " "
Cadmium (7440-43-9) U 5.0 " " "
Calcium (7440-70-2) 132,000 150 . " "
Chromium (7440-47-3) U 10.0 " " "
Cobalt (7440-48-4) U 20.0 " " "
Copper (7440-50-8) U 20.0 " " "

Iron (7439-89-6) U 25.0 ; " "
Magnesium (7439-95-4) 12,600 150 " " "
Manganese (7439-96-5) 11.1 5.0 " " "
Nickel (7440-02-2) U 20.0 " " "
Potassium (7440-09-7) U . 1,000 " " "
Silver (7440-22-4) U 10.0 " , "
Sodium (7440-23-5) 62,400 500 " . " "
Vanadium (7440-62-2) U 20.0 " " "
Zinc (7440-66-6) u 20.0 " " "

Metals (Dissolved) by CLP ILMOS5.3 - ICP/MS

Lab ID: 1206008-06 Station ID: SVE-02 D
Batch: B2F1906 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 50ml Sample Qualifiers:
Targets
Result  Analyte Reporting

Analyte (CAS Number) pg/l  Qualifiers Limit Dilution Prepared Analyzed
Antimony (7440-36-0) U 2.0 4 " 06/26/12
Arsenic (7440-38-2) 9] 20 " " "
Lead (7439-92-]) U 2.0 " [ "
Selenium (7782-49-2) 18] 4.0 " " "
Thallium (7440-28-0) U 2.0 " " "

KD

Report Name: 1206008 FINAL 07 16 12 1636
Page 25 of 55



Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-07 Station ID: Trip Blank 1
Batch: B2F1101 Date Collected: 06/05/12 :
Sample Type: Liquid Sample Vol: 5ml , Sample Qualifiers:
Surrogates
Result Analyte %Recovery
Analyte ng/l Qualifiers %Recovery Limits Prepared Analyzed
Surr: 1,2-Dichloroethane-d4 48.2 96.4 81-124 06/11/12 06/11/12
Surr: Toluene-d8 490 98.1 86-115 " "
Surr: 4-Bromofluorobenzene 483 96.5 76-115 S "
Targets
Result  Analyte Reporting
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
Dichlorodifluoromethane (75-71-8) U 5.0 1 06/11/12 06/11/12
Chloromethane (74-87-3) U 5.0 " " E
Vinyl chloride (75-01-4) U 2.0 " " "
“Bromomethane (74-83-9) U 5.0 " " "
Chloroethane (75-00-3) U 2.0 " " "
Trichlorofluoromethane (75-69-4) U 2.0 " " "
1,1-Dichloroethene (75-35-4) U 2.0 " " "
Carbon disulfide (75-15-0) U 2.0 " " "
1,1,2-Trichloro-1,2,2-trifluoroethane (76-13-1) U 2.0 " " "
Acetone (67-64-1) U 10.0 " " "
Methylene chloride (75-09-2) U 2.0 " " "
Methyl acetate (79-20-9) U 2.0 " " "
trans-1,2-Dichloroethene (156-60-5) U 2.0 " " "
cis-1,2-Dichloroethene (156-59-2) U 2.0 " " "
Methyl tert-butyl ether (1634-04-4) U 2.0 " " "
1,1-Dichloroethane (75-34-3) U 2.0 " " "
2-Butanone (78-93-3) U 5.0 " " "
Chloroform (67-66-3) U 2.0 " " "
1,2-Dichloroethane (107-06-2) U 2.0 " " "
1,1,1-Trichloroethane (71-55-6) U 2.0 " " "
Cyclohexane (110-82-7) U 2.0 " " "
Carbon tetrachloride (56-23-5) U 2.0 " " "
Benzene (71-43-2) U 2.0 " " "
Trichloroethene (79-01-6) U 2.0 " " "
Methylcyclohexane (108-87-2) U 2.0 " " "
1,2-Dichloropropane (78-87-5) u 20 " " "
Bromodichloromethane (75-27-4) U 2.0 " " "
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS

Lab ID: 1206008-07 Station ID: Trip Blank 1
Batch: B2F1101 Date Collected: 06/05/12
Sample Type: Liquid Sample Vol: 5ml ' Sample Qualifiers:
Targets (Continued)
Result  Analyte Reporting -
Analyte (CAS Number) ug/l  Qualifiers Limit Dilution Prepared Analyzed
cis-1,3-Dichloropropene (10061-01-5) 8) 20 1 06/11/12 06/11/12
trans-1,3-Dichloropropene (10061-02-6) U 2.0 " " "
1,1,2-Trichloroethane (79-00-5) U 2.0 " " "
Dibromochloromethane (124-48-1) U 20 " " !
Bromoform (75-25-2) U 20 " " "
4-Methyl-2-pentanone (108-10-1) U 5.0 " " "
Toluene (108-88-3) ' U 2.0 " "o "
Tetrachloroethene (127-18-4) U 2.0 " " "
2-Hexanone (591-78-6) U 5.0 " " "
1,2-Dibromoethane (106-93-4) 8) 2.0 " " "
Chlorobenzene (108-90-7) U 2.0 " " "
Ethylbenzene (100-41-4) 6] 2.0 " " "
meta-/para-Xylene (na) U 4.0 " " "
ortho-Xylene (95-47-6) U 2.0 " " "
Styrene (100-42-5) U 2.0 " " "
Isopropylbenzene (98-82-8) U 2.0 " " "
1,1,2,2-Tetrachloroethane (79-34-5) U 2.0 " "
1,3-Dichlorobenzene (541-73-1) U 2.0 " " "
1,4-Dichlorobenzene (106-46-7) U 2.0 " " "
1,2-Dichlorobenzene (95-50-1) 8) 2.0 " " "
1,2-Dibromo-3-chloropropane (96-12-8) 8) 5.0 " " "
1,2,4-Trichlorobenzene (120-82-1) U 5.0 " " "
This sample was received at pH 2.
Vinyl Chloride and Styrene may be biased low. )
. ws
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 ' Sample Type: Liquid

Blank (B2F1101-BLK1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

_ Surrogates
Result  Analyte - Spike %REC
ANALYTE #g/l  Qualifier Level %REC Limits
Surr: 1,2-Dichloroethane-d4 494 50.0 98.8 81-124
Surr: Toluene-d8 49.5 50.0 98.9 86-115
Surr: 4-Bromofluorobenzene 49.0 50.0 98.0 76-115

Blank (B2F1101-BLK1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

Targets
Result AnalyteReporting
ANALYTE - pg/l Qualifiers Limit

Dichlorodifluoromethane U 5.0
Chloromethane 8] 5.0
Vinyl chloride 8] 20
Bromomethane U 5.0
Chloroethane U 2.0
Trichlorofluoromethane U 2.0
1,1-Dichloroethene U 2.0
Carbon disulfide U 2.0
1,1,2-Trichloro-1,2,2-trifluoroeth U 2.0
ane
Acetone 8] 10.0
Methylene chloride U 2.0
Methyl acetate U 20
trans-1,2-Dichloroethene 8] 2.0
cis-1,2-Dichloroethene U 2.0
Methyl tert-butyl ether U 2.0
1,1-Dichloroethane U 2.0
2-Butanone U 5.0
Chloroform U 2.0
1,2-Dichloroethane U 2.0
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

Blank (B2F1101-BLK1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

Targets (Continued)
Result AnalyteReporting
ANALYTE pg/l  Qualifiers Limit
1,1,1-Trichloroethane U 2.0
Cyclohexane U .- 2.0
Carbon tetrachloride U ' 2.0
Benzene U 2.0
Trichloroethene U 2.0
Methylcyclohexane U 2.0
1,2-Dichloropropane U 2.0
Bromodichloromethane U 2.0
cis-1,3-Dichloropropene U 20
trans-1,3-Dichloropropene - 1§) 20
1,1,2-Trichloroethane U 2.0
Dibromochloromethane U 2.0
Bromoform U 2.0
4-Methyl-2-pentanone U 5.0
Toluene U 2.0
Tetrachloroethene U 2.0
2-Hexanone U 5.0
1,2-Dibromoethane U 2.0
Chlorobenzene U 2.0
Ethylbenzene U 2.0
meta-/para-Xylene U 4.0
ortho-Xylene U 2.0
Styrene U 2.0
Isopropylbenzene 18] 20
1,1,2,2-Tetrachloroethane U 2.0
1,3-Dichlorobenzene U 2.0
1,4-Dichlorobenzene U 2.0
1,2-Dichlorobenzene U 2.0
1,2-Dibromo-3-chloropropane U 5.0
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100  Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

Blank (B2F1101-BLK1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

Targets (Continued)

. Result Analyte Reportmg
ANALYTE pg/l  Qualifiers Limit

1,2,4-Trichlorobenzene U 5.0

Blank (B2F1101-BLK?2)
Prepared: 6/12/2012 Analyzed: 6/12/2012

Surrogates
Result  Analyte Spike %REC
ANALYTE ng/l  Qualifier Level %REC Limits
Surr: 1,2-Dichloroethane-d4 48.3 50.0 96.5 81-124
Surr: Toluene-d8 - 495 50.0 99.0 86-115
Surr: 4-Bromofluorobenzene 47.8 50.0 95.7 76-115

Blank (B2F1101-BLK2)
Prepared: 6/12/2012 Analyzed: 6/12/2012

Targets
Result AnalyteReporting
ANALYTE pg/l  Qualifiers Limit

Dichlorodifluoromethane U 5.0
Chloromethane U 5.0
Vinyl chloride U 2.0
‘Bromomethane U 5.0
Chloroethane U 2.0
Trichlorofluoromethane U 2.0
1,1-Dichloroethene U 2.0
Carbon disulfide U 2.0
1,1,2-Trichloro-1,2,2-trifluoroeth U - 20
ane
Acetone U 10.0
Methylene chloride U 2.0
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

Blank (B2F1101-BLK2)
Prepared: 6/12/2012 Analyzed: 6/12/2012

Targets (Continued)
Result AnalyteReporting
ANALYTE pug/l  Qualifiers Limit
Methyl acetate U ’ 2.0
trans-1,2-Dichloroethene U 2.0
cis-1,2-Dichloroethene U 2.0
Methyl tert-butyl ether U 20
1,1-Dichloroethane U 2.0
2-Butanone U 5.0
Chloroform U 2.0
1,2-Dichloroethane U 2.0
1,1,1-Trichloroethane U 2.0
Cyclohexane U 20
Carbon tetrachloride U 2.0
Benzene U 2.0
Trichloroethene U 2.0
Methylcyclohexane 18] 2.0
1,2-Dichloropropane U 2.0
Bromodichloromethane U 2.0
cis-1,3-Dichloropropene U 20
trans-1,3-Dichloropropene U 20
1,1,2-Trichloroethane U 2.0
Dibromochloromethane U 2.0
Bromoform U 2.0
4-Methyl-2-pentanone U 5.0
Toluene U 2.0
Tetrachloroethene U 2.0
2-Hexanone U 5.0
1,2-Dibromoethane U 2.0
Chlorobenzene U 2.0
Ethylbenzene U 2.0
meta-/para-Xylene U 4.0
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

Blank (B2F1101-BLK2)
Prepared: 6/12/2012 Analyzed: 6/12/2012 _

Targets (Continued)
Result  Analyte Reporting
ANALYTE ug/l  Qualifiers Limit
ortho-Xylene U 20
Styrene U 2.0
Isopropylbenzene U 2.0
1,1,2,2-Tetrachloroethane U 2.0
1,3-Dichlorobenzene U 2.0
1,4-Dichlorobenzene U 2.0
1,2-Dichlorobenzene U 2.0
1,2-Dibromo-3-chloropropane 8] 5.0
1,2,4-Trichlorobenzene U 5.0

LCS (B2F1101-BS1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

_ Surrogates
 Result  Analyte Spike %REC
ANALYTE ug/l. Qualifier Level %REC Limits
Surr: 1,2-Dichloroethane-d4 499 50.0 99.9 81-124
Surr: Toluene-d8 50.2 50.0 100 86-115
Surr: 4-Bromofluorobenzene 51.0 50.0 102 76-115

LCS (B2F1101-BS1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

Targets
Result AnalyteReport'mg Spike %REC
ANALYTE pg/l Qualifiers Limit Level %REC Limits
Dichlorodifluoromethane 39.2 5.0 50.0 783 64-176
Chloromethane 42.0 5.0 50.0 84.1 70-168
Vinyl chloride 41.5 20 50.0 829 69-153
Bromomethane 39.2 5.0 50.0 78.4 73-155
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

LCS (B2F1101-BS1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

Targets (Continued)
. Result Analyte Reporting Spike %REC
ANALYTE pg/l  Qualifiers Limit Level %REC Limits
Chloroethane 413 2.0 50.0 82.7 68-137
Trichlorofluoromethane 41.9 2.0 50.0 83.8 74-137
1,1-Dichloroethene 41.6 2.0 50.0 833 71-142
Carbon disulfide 40.1 _ 2.0 50.0 80.1 58-155
1,1,2-Trichloro-1,2,2-trifluoroeth  40.2 2.0 50.0 80.4 #85-142
ane -
Acetone 46.2 10.0 50.0 924 46-159
Methylene chloride 44.8 2.0 50.0 89.5 75-126
Methyl acetate 47.7 2.0 50.0 954 70-137
trans-1,2-Dichloroethene 42.6 2.0 50.0 85.1 73-127
cis-1,2-Dichloroethene 43.1 2.0 50.0 86.1 83-121
Methy! tert-butyl ether 464 2.0 50.0 92.7 82-124
1,1-Dichloroethane 429 2.0 50.0 859 81-123
2-Butanone 46.5 5.0 50.0 929 57-153
Chloroform' 43.8 2.0 50.0 87.7 83-119
1,2-Dichloroethane 433 2.0 50.0 86.6 81-120
1,1,1-Trichloroethane 43.0 2.0 50.0 86.0 82-124
Cyclohexane 41.9 2.0 50.0 83.7 77-141
Carbon tetrachloride 44.0 2.0 50.0 879 81-124°
Benzene 454 2.0 50.0 90.9 80-122
Trichloroethene 44.0 2.0 50.0 88.0 79-121
Methylcyclohexane 42.7 2.0 50.0 85.4 #86-126
1,2-Dichloropropane 46.1 2.0 50.0 923 82-119
Bromodichloromethane 47.2 20 50.0 943 82-118
cis-1,3-Dichloropropene 46.2 2.0 50.0 92.5 78-120
trans-1,3-Dichloropropene 48.6 20 50.0 97.2 75-123
1,1,2-Trichloroethane 49.6 2.0 50.0 99.2 81-116
Dibromochloromethane 48.5 2.0 50.0 97.0 79-112
Bromoform - 47.8 2.0 50.0 95.5 76-120
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Environmental Protection Agency

Region 6 Laboratory

10625 Falistone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

LCS (B2F1101-BS1)
Prepared: 6/11/2012 Analyzed: 6/11/2012

Targets (Continued)

Result AnalyteReporting Spike %REC

ANALYTE pg/l  Qualifiers Limit Level %REC Limits
4-Methyl-2-pentanone 483 5.0 50.0 96.6 79-130
Toluene 44.0 2.0 50.0 88.1 81-122
Tetrachloroethene 42.6 2.0 50.0 85.2 R81-120
2-Hexanone 48.3 5.0 50.0 96.6 69-138
1,2-Dibromoethane 48.2 2.0 50.0 964 81-117
Chlorobenzene 455 : 2.0 50.0 91.1 82-119
Ethylbenzene 433 2.0 50.0 86.6 79-126
meta-/para-Xylene 88.0 4.0 100 88.0 73-131
ortho-Xylene 448 2.0 50.0 89.5 79-124
Styrene 447 2.0 50.0 89.5 65-126
Isopropylbenzene 438 2.0 50.0 87.5 82-128
1,1,2,2-Tetrachloroethane 47.7 2.0 50.0 954 81-117
1,3-Dichlorobenzene 439 20 50.0 87.7 82-119
1,4-Dichlorobenzene 449 2.0 50.0 89.9 82-120
1,2-Dichlorobenzene 445 2.0 50.0 89.0 81-117
~ 1,2-Dibromo-3-chloropropane 48.2 : 5.0 50.0 96.3 74-122
1,2,4-Trichlorobenzene 435 5.0 50.0 87.0 78-119

LCS (B2F1101-BS2)
Prepared: 6/12/2012 Analyzed: 6/12/2012

Surrogates
Result  Analyte Spike _ %REC .
ANALYTE ug/l  Qualifier Level %REC Limits
Surr: 1,2-Dichloroethane-d4 489 50.0 97.7 81-124
Surr: Toluene-d8 49.8 50.0 99.6 86-115
Surr: 4-Bromofluorobenzene 50.7 50.0 101  76-115
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- Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

LCS (B2F1101-BS2)
Prepared: 6/12/2012 Analyzed: 6/12/2012

Targets
Result Analyte Reporting Spike %REC
ANALYTE ng/l  Qualifiers Limit Level %REC Limits
Dichlorodifluoromethane 42.0 N 5.0 50.0 84.1 64-176
Chloromethane 439 5.0 50.0 87.8 70-168
Vinyl chloride 41.9 2.0 50.0 83.7 69-153
Bromomethane 442 50 50.0 88.5 73-155
Chloroethane 429 2.0 50.0 85.7 68-137
Trichloroflucromethane 40.4 2.0 50.0 80.8 74-137
1,1-Dichloroethene 42.0 2.0 50.0 84.0 71-142
Carbon disulfide 42.1 2.0 50.0 84.2 58-155
1,1,2-Trichloro-1,2,2-trifluoroeth  41.7 2.0 50.0 83.3 #85-142
ane
Acetone 48.6 10.0 50.0 97.3 46-159
Methylene chloride 46.5 2.0 50.0 93.0 75-126
Methyl acetate 50.0 2.0 50.0 100 70-137
trans-1,2-Dichloroethene 42.7 2.0 50.0 85.4 73-127
cis-1,2-Dichloroethene 43.8 2.0 50.0 87.6 83-121
Methyl tert-butyl ether 46.1 20 50.0 92.2 82-124
1,1-Dichloroethane 44.1 2.0 50.0 88.2 81-123
2-Butanone 50.0 5.0 50.0 100 57-153
Chloroform 43.6 2.0 50.0 - 87.2 83-119
1,2-Dichloroethane 44.5 ) 20 50.0 88.9 81-120
1,1,1-Trichloroethane ' 43.2 2.0 50.0 86.4 82-124
Cyclohexane 423 20 50.0 846 77-141
Carbon tetrachloride . 43.0 20 50.0 86.0 81-124
Benzene 42.8 2.0 '50.0 85.6 80-122
Trichloroethene 42.5 2.0 50.0 85.1 79-121
Methylcyclohexane 42.0 2.0 50.0 83.9 #86-126
1,2-Dichloropropane 444 2.0 50.0 88.7 82-119
Bromodichloromethane 433 2.0 50.0 86.5 82-118
cis-1,3-Dichloropropene 432 2.0 50.0 86.3 78-120
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

LCS (B2F1101-BS2)
Prepared: 6/12/2012 Analyzed: 6/12/2012

Targets (Continued)

Result AnalyteReporting Spike %REC

ANALYTE pg/l - Qualifiers Limit Level %REC Limits

trans-1,3-Dichloropropene 429 2.0 50.0 85.8 75-123
1,1,2-Trichloroethane 44.7 2.0 50.0 89.4 81-116
Dibromochloromethane 44.1 20 500 88.2 79-112
Bromoform 43.8 20 - 500 87.5 76-120
4-Methyl-2-pentanone 48.4 5.0 50.0 96.7 79-130
Toluene 42.6 20 50.0 85.3 81-122
Tetrachloroethene 42.3 2.0 50.0 84.5 81-120
2-Hexanone 47.6 5.0 50.0 95.3 69-138
1,2-Dibromoethane 444 2.0 50.0 88.9 81-117
Chlorobenzene 42.8 | 20 500 857 82-119
Ethylbenzene 42.7 2.0 50.0 : 853 79-126
meta-/para-Xylene 85.4 4.0 100 854 73-131
ortho-Xylene 43.0 2.0 50.0 86.1 79-124
Styrene 42.8 2.0 50.0 85.5 65-126
Isopropylbenzene 42.5 20 50.0 849 82-128
1,1,2,2-Tetrachloroethane 464 2.0 50.0 929 81-117
1,3-Dichlorobenzene 42.6 2.0 50.0 85.2 82-119
1,4-Dichlorobenzene 42.1 2.0 50.0 842 82-120
1,2-Dichlorobenzene 424 2.0 50.0 84.7 81-117
1,2-Dibromo-3-chloropropane 49.1 5.0 50.0 98.2 74-122
1,2,4-Trichlorobenzene 42.8 5.0 50.0 85.6 78-119

Matrix Spike (B2F1101-MS1)

Source: 1206008-01 Prepared: 6/11/2012 Analyzed: 6/11/2012
Surrogates
Result  Analyte Spike %REC
ANALYTE pg/l Qualifier Level %REC Limits
Surr: 1,2-Dichloroethane-d4 499 50.0 99.8 81-124
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

Matrix Spike (B2F1101-MS1)

Source: 1206008-01 Prepared: 6/11/2012 Analyzed: 6/11/2012
Surrogates (Continued)
Result  Analyte Spike %REC
ANALYTE pg/l  Qualifier Level %REC Limits
Surr: Toluene-d8 49.2 50.0 98.4 86-115
Surr: 4-Bromofluorobenzene 50.1 50.0 100 76-115

Matrix Spike (B2F1101-MS1)

Source: 1206008-01 Prepared: 6/11/2012 Analyzed: 6/11/2012
Targets

Result AnalyteReporting Spike Source %REC
ANALYTE ug/l  Qualifiers Limit Level Result %REC Limits
1,1-Dichloroethene 65.7 2.0 50.0 131 61-145
Benzene 60.0 - 2.0 50.0 120 76-127
Trichloroethene 774 2.0 50.0 19.8 115 71-120
Toluene 58.0 2.0 50.0 116 76-125
Chlorobenzene 54.1 2.0 50.0 108 75-130

Matrix Spike Dup (B2F1101-MSD1)

Source: 1206008-01 Prepared: 6/11/2012 Analyzed: 6/11/2012
Surrogates
Result  Analyte Spike %REC
ANALYTE _ pg/l  Qualifier Level %REC Limits
Surr: 1,2-Dichloroethane-d4 48.0 : 50.0 959 81-124
Surr: Toluene-d8 494 50.0 98.7 86-115
Surr: 4-Bromofluorobenzene 50.0 50.0 : 999 76-115
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Volatiles by CLP OLM04.2 - GC/MS - Quality Control

Batch: B2F1101 Sample Type: Liquid

Matrix Spike Dup (B2F1101-MSD1)

Source: 1206008-01 Prepared: 6/11/2012 Analyzed: 6/11/2012
Targets
Result  AnalyteReporting Spike Source %REC RPD
ANALYTE pg/l - Qualifiers Limit Level Result %REC Limits RPD Limit
1,1-Dichloroethene 539 2.0 50.0 108 .61-145 196 #* 14
Benzene 55.7 20 50.0 111 76-127 745 11
Trichloroethene 73.2 2.0 50.0 19.8 107 71-120 7.61 14
Toluene 543 20 50.0 _ 109 76-125 6.59 13
Chlorobenzene 52.5 20 50.0 105 75-130 299 13
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS5.3 - ICP - Quality Control

Batch: B2F1905

Sample Type: Liquid

Blank (B2F1905-BLK1)
Prepared: 6/20/2012 Analyzed: 6/28/2012

Targets

Result AnalyteReporting

ANALYTE pg/l  Qualifiers Limit
Aluminum U . 100
Barium U 10.0
Beryllium U 5.0
Cadmium U 5.0
Calcium U 150
Chromium 10} 10.0
Cobalt U 20.0
Copper U 20.0
Iron U 25.0
Magnesium U 150
Manganese U 5.0
Nickel U 20.0
Potassium U 1,000
Silver U 10.0
Sodium U 500
Vanadium U 20.0
Zinc U 20.0
LCS (B2F1905-BS1)
Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets
Result AnalyteReponing Spike %REC
ANALYTE png/l  Qualifiers Limit Level %REC Limits
Aluminum 987 100 1,000 98.7 75-125
Barium 1,830 10.0 2,000 91.4 75-125
Beryllium 473 5.0 50.0 . 947 75-125
Cadmium 459 5.0 50.0 91.7 75-125
Calcium 93,900 150 100,000 939 75-125
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS.3 - ICP - Quality Control

Batch: B2F1905 Sample Type: Liquid

LCS (B2F1905-BS1)
Prepared: 6/20/2012 Analyzed: 6/28/2012

Targets (Continued)

Result AnalyteReporting Spike %REC

ANALYTE ug/l  Qualifiers Limit Level %REC Limits
Chromium : 399 10.0 400 99.7 75-125
Cobalt 183 20.0 200 91.5 75-125
Copper 381 20.0 400 953 75-125
Iron 940 25.0 1,000 940 75-125
Magnesium 96,900 150 100,000 96.9 75-125
Manganese 368 5.0 400 91.9 75-125
Nickel 359 200 400 89.6 75-125
Potassium 95,600 1,000 100,000 95.6 75-125
Silver 473 10.0 50.0 94.7 75-125
Sodium 98,200 500 100,000 98.2 75-125
Vanadium 390 20.0 400 97.6 75-125
Zinc ) 917 20.0 1,000 91.7 75-125

Matrix Spike (B2F1905-MS1)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets

Result  AnalyteReporting Spike Source %REC
ANALYTE ug/l  Qualifiers Limit Level Result %REC Limits
Aluminum 984 100 1,000 47 98.0 75-125
Barium 2,260 10.0 2,000 560 852 75-125
Beryllium 459 5.0 50.0 0.02 91.8 75-125
Cadmium 440 5.0 50.0 88.0 75-125
Calcium 202,000 150 100,000 127,000 74.2 #75-125
Chromium 384 10.0 400 0.9 95.8 75-125
Cobalt 177 20.0 200 1.8 874 75-125
Copper ' 370 20.0 400 1.3 92.1 75-125
Iron 904 25.0 1,000 5.5 8909 75-125
Magnesium 103,000 150 100,000 11,600 91.8 75-125
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS5.3 - ICP - Quality Control

Batch: B2F1905 Sample Type: Liquid

Matrix Spike (B2F1905-MS1)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets (Continued)

Result AnalyteReporting Spike Source %REC
ANALYTE pg/l  Qualifiers Limit ~Level Result %REC Limits
Manganese 354 5.0 400 0.5 88.5 75-125
Nickel 341 20.0 400 04 852 75-125
Potassium 93,400 1,000 100,000 809 92.6 75-125
Silver 43.0 10.0 50.0 86.0 75-125
Sodium 147,000 500 100,000 58,600 88.5 75-125
Vanadium 381 20.0 400 1.9 94.8 75-125
Zinc 877 20.0 1,000 2.8 87.4 75-125

Matrix Spike (B2F1905-MS2)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets

Result AnalyteReporting Spike Source %REC
ANALYTE ug/l  Qualifiers Limit Level Result %REC Limits
Aluminum 1,010 100 1,000 4.7 100 75-125
Barium 2,350 10.0 2,000 560. 89.3 75-125
Beryllium 46.9 5.0 50.0 0.02 93.7 75-125
Cadmium 439 5.0 50.0 87.7 75-125
Calcium 212,000 150 100,000 127,000 84.9 75-125
Chromium 393 10.0 400 0.9 98.1 75-125
Cobalt 179 20.0 200 1.8 88.7 75-125
Copper 377 20.0 400 1.3 93.8 75-125
Iron 929 25.0 1,000 5.5 924 75-125
Magnesium 106,000 150 100,000 11,600 943 75-125
Manganese 362 5.0 400 0.5 90.3 75-125
Nickel 345 20.0 400 04 86.1 75-125
Potassium 95,200 1,000 100,000 809 944 75-125
Silver 455 10.0 50.0 91.0 75-125
Sodium 153,000 500 100,000 58,600 94.7 75-125
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

~ Metals by CLP ILMO5.3 - ICP - Quality Control

Batch: B2F1905 Sample Type: Liquid

Matrix Spike (B2F1905-MS2)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets (Continued)
Result AnalyteReporting Spike Source %REC
ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits
Vanadium 390 20.0 400 1.9 97.1 . 75-125
Zinc 891 20.0 1,000 2.8 88.8 75-125

Matrix Spike Dup (B2F1905-MSD1)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets
Result AnalyteReporting Spike Source %REC RPD
ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits RPD Limit
Aluminum 951 100 1,000 4.7 947 75-125 342 20
Barium 2,220 10.0 2,000 560 829 75-125 2.08 20
Beryllium 45.0 5.0 50.0 0.02 89.9 75-125 2.16 20
Cadmium 43.1 ' 5.0 50.0 86.2 75-125 199 20
Calcium 198,000 150 100,000 127,000 70.8 #75-125 1.74 20
Chromium 378 10.0 400 0.9 942 75-125 1.61 20
Cobalt 174 20.0 200 1.8 86.1 75-125 140 20
Copper 361 20.0 400 1.3 90.0 75-125 230 20
Iron 887 25.0 1,000 5.5 88.1 75-125 193 20
Magnesium 102,000 150 100,000 11,600 90.2 75-125 149 20
Manganese 346 5.0 400 0.5 863 75-125 243 20
Nickel 334 20.0 400 04 83.5 75-125 2.06 20
Potassium 91,800 1,000 100,000 809 91.0 75-125 1.74 20
Silver 44 .4 10.0 50.0 88.9 75-125 3.28 20
Sodium 145,000 500 100,000 58,600 86.0 75-125 1.74 20
Vanadium 373 20.0 400 1.9 928 75-125 2.03 20
Zinc 864 20.0 1,000 2.8 86.1 75-125 1.51 20
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMO5.3 - ICP - Quality Control

Batch: B2F1905 Sample Type: Liquid

Matrix Spike Dup (B2F1905-MSD2)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets

Result AnalyteReporting Spike Source %REC RPD
ANALYTE nug/l  Qualifiers Limit Level Result %REC Limits RPD Limit
Aluminum 990 100 1,000 47 98.6 75-125 152 20
Barium 2,300 10.0 2,000 560 87.0 75-125 2.03 20
Beryllium 46.1 5.0 50.0 0.02 92.1 75-125 1.73 20
Cadmium 43.0 5.0 50.0 86.0 75-125 2.03 20
Calcium ' 209,000 150 100,000 127,000 81.8 75-125 148 20
Chromium 391 10.0 400 09 974 75-125 0.72 20
Cobalt 177 20.0 200 1.8 87.8 75-125 097 20
Copper 371 20.0 400 1.3 92.5 75-125 145 20
Iron 911 25.0 1,000 5.5 90.6 75-125 194 20
Magnesium 105,000 150 100,000 11,600 933 75-125 098 20
Manganese 355 5.0 400 0.5 88.7 75-125 1.79 20
Nickel 343 20.0 400 04 85.6 75-125 050 20
Potassium 94,200 - 1,600 100,000 809 93.3 75-125 1.12 20
Silver 449 10.0 50.0 89.8 75-125 135 20
Sodium 151,000 500 100,000 58,600 92.6 75-125 138 20
Vanadium 383 20.0 400 1.9 954 75-125 1.76 20
Zinc : 885 20.0 1,000 2.8 88.3 75-125 059 20
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Environmental Protection Agency

Region 6 Laboratory

10625 Falistone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals by CLP ILMOS.3 - ICP/MS - Quality Control

Batch: B2F1906 Sample Type: Liquid

Matrix Spike (B2F1906-MS2)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/26/2012
Targets

Result AnalyteReporting Spike Source %REC
ANALYTE ug/l  Qualifiers Limit Level Result %REC Limits
Antimony 219 2.0 200 0.04 110 70-130
Arsenic 236 2.0 200 118 70-130
Lead 212 20 200 0.2 106 70-130.
Selenium 229 2.0 200 1.8 114 70-130
Thallium 210 2.0 200 0.09 105 70-130

Matrix Spike Dup (B2F1906-MSD2)

Source: 1206008-01 ' Prepared: 6/20/2012 Analyzed: 6/26/2012
Targets
Result AnalyteReporting Spike Source %REC RPD
ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits RPD Limit
Antimony ‘ 221 2.0 200 0.04 110 70-130 079 20
Arsenic 238 20 200 119 70-130 073 20
Lead 210 2.0 200 0.2 105 70-130 1.04 20
Selenium 228 2.0 200 1.8 113 70-130 0.54 20
Thallium 208 2.0 200 0.09 104 70-130 0.78 20

Report Name: 1206008 FINAL 07 16 12 1636
- Page 44 of 55



Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMO5.3 - ICP - Quality Control

Batch: B2F1905 Sample Type: Liquid

Blank (B2F1905-BLK1)
Prepared: 6/20/2012 Analyzed: 6/28/2012

Targets
Result AnalyteReporﬁng
ANALYTE pug/l  Qualifiers Limit
Aluminum U 100
Barium 18] 10.0
Beryllium U 5.0
Cadmium U 5.0
Calcium U 150
Chromium U 10.0
Cobalt U 20.0
Copper U 20.0
Iron U 25.0
Magnesium U 150
Manganese U 5.0
Nickel U 20.0
Potassium U 1,000
Silver 18] 10.0
Sodium U 500
Vanadium U 20.0
Zinc U 20.0
LCS (B2F1905-BS1)
Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets
Result AnalyteRepomng Spike %REC
ANALYTE - pg/l  Qualifiers Limit Level %REC Limits
Aluminum 987 100 1,000 98.7 75-125
Barium 1,830 10.0 2,000 914 75-125
Beryllium 47.3 50 500 94.7 75-125
Cadmium 459 5.0 50.0 91.7 75-125
Calcium 93,900 150 100,000 939 75-125
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS5.3 - ICP - Quality Control

Batch: B2F1905 : Sample Type: Liquid

LCS (B2F1905-BS1)
Prepared: 6/20/2012 Analyzed: 6/28/2012

Targets (Continued)

Result AnalyteReporting Spike %REC

ANALYTE pug/l  Qualifiers Limit Level %REC Limits
Chromium 399 10.0 400 99.7 175-125
Cobalt 183 20.0 200 91.5 75-125
Copper 381 200 400 953 75-125
Iron 940 25.0 1,000 940 75-125
Magnesium 96,900 150 100,000 969 75-125
Manganese 368 5.0 400 91.9 75-125
Nickel 359 20.0 400 89.6 75-125
Potassium 95,600 1,000 100,000 95.6 75-125
Silver 473 10.0 50.0 94,7 175-125
Sodium 98,200 500 100,000 98.2 75-125
Vanadium 390 20.0 400 97.6 75-125
Zinc 917 ‘ 20.0 1,000 91.7 75-125

Matrix Spike (B2F1905-MS1)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets

Result AnalyteReporting Spike Source %REC
ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits
Aluminum ) 984 100 1,000 8.8 97.6 75-125
Barium 2,260 10.0 2,000 563  85.1 75-125
Beryllium 459 50 50.0 919 75-125
Cadmium 44.0 5.0 50.0 204 47.2 #'75-125
Calcium 202,000 150 100,000 127,000 74.1 #75-125
Chromium 384 10.0 400 96.0 75-125
Cobalt 177 20.0 200 1.6 87.5 75-125
Copper 370 20.0 400 3.2 91.6 75-125
Iron 904 250 1,000 39  90.0 75-125
Magnesium 103,000 150 100,000 11,600 91.7 75-125
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099

Phone:(281)983-2100

Metals (Dissolved) by CLP ILMO5.3 - ICP - Quality Control

Fax:(281)983-2248

Batch: B2F1905

Source: 1206008-01

Matrix Spike (B2F1905-MS1)

Targets (Continued)

Prepared: 6/20/2012 Analyzed: 6/28/2012

Sample Type: Liquid

Result AnalyteReporting Spike

Source

%REC

ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits
Manganese 354 5.0 400 02  88.5 75-125
Nickel 341 20.0 400 1.9 84.8 75-125
Potassium 93,400 1,000 100,000 751 92.7 75-125
Silver 43.0 10.0 50.0 1.5 83.0 75-125
Sodium 147,000 500 100,000 58,700 88.4 75-125
Vanadium 381 20.0 400 2.0 94.7 75-125
Zinc 877 20.0 1,000 15.2 86.1 75-125
Matrix Spike Dup (B2F1905-MSD1)
Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets

Result AnalyteReporting Spike Source %REC RPD
ANALYTE ng/l  Qualifiers Limit Level Result %REC Limits RPD Limit
Aluminum 951 100 1,000 8.8 942 75-125 342 20
Barium 2,220 10.0 2,000 563 82.8 75-125 2.08 20
Beryllium 45.0 5.0 50.0 89.9 75-125 2.16 20
Cadmium 431 5.0 50.0 204 455#75-125 199 20
Calcium 198,000 150 100,000 127,000 70.6 #75-125 1.74 20
Chromium 378 10.0 400 945 75-125 1.61 20
Cobalt 174 20.0 200 1.6 863 75-125 140 20
Copper 361 200 400 32 89.5 75-125 2.30 20
Iron 887 25.0 1,000 39 88.3 75-125 193 20
Magnesium 102,000 150 100,000 11,600 90.2 75-125 149 20
Manganese 346 5.0 400 0.2 86.4 75-125 243 20 .
Nickel 334 20.0 400 1.9 83.1 75-125 2.06 20
Potassium 91,800 1,000 100,000 751 91.1 75-125 1.74 20
Silver 44 .4 10.0 50.0 1.5 859 75-125 328 20
Sodium 145,000 500 100,000 58,700 85.8 75-125 1.74 20
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS5.3 - ICP - Quality Control

Batch: B2F1905 Sample Type: Liquid

Matrix Spike Dup (B2F1905-MSD1)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/28/2012
Targets (Continued)
Result AnalyteReporting Spike Source %REC ~ RPD
ANALYTE : ug/l  Qualifiers Limit Level Result %REC Limits RPD Limit
Vanadium 373 20.0 400 2.0 92.8 75-125 2.03 20
Zinc 864 20.0 1,000 15.2 848 75-125 1.51 20
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS.3 - ICP/MS - Quality Control

Batch: B2F1906 _ Sample Type: Liquid

Blank (B2F1906-BLK1)
Prepared: 6/20/2012 Analyzed: 6/26/2012

Targets
Result  AnalyteReporting
ANALYTE pg/l  Qualifiers Limit
Antimony U 2.0
Arsenic 6] 2.0
Lead U 2.0
Selenium U 2.0
Thallium U 2.0
LCS (B2F1906-BS1)
Prepared: 6/20/2012 Analyzed: 6/26/2012
Targets '
Result AnalyteReporting Spike %REC
ANALYTE ug/l  Qualifiers Limit Level %REC Limits
Antimony 207 20 200 103 85-115
Arsenic 214 2.0 200 107 85-115
Lead 208 2.0 200 104 85-115
Selentum 212 2.0 200 106 85-115
Thallium 205 2.0 200 103 85-115
Matrix Spike (B2F1906-MS1)
Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/26/2012
Targets
Result AnalyteReporting Spike Source %REC
ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits
Antimony 211 2.0 200 0.05 105 70-130
Arsenic 221 2.0 200 _ 110 70-130
Lead 211 2.0 200 0.1 106 70-130
Selenium 220 20 200 1.6 109 70-130
Thallium 209 20 200 0.6 104 70-130
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Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Metals (Dissolved) by CLP ILMOS5.3 - ICP/MS - Quality Control

Batch: B2F1906 _ Sample Type: Liquid

Matrix Spike Dup (B2F1906-MSD1)

Source: 1206008-01 Prepared: 6/20/2012 Analyzed: 6/26/2012
' Targets
Result AnalyteReporting Spike Source %REC RPD
ANALYTE pg/l  Qualifiers Limit Level Result %REC Limits RPD Limit
Antimony 210 2.0 200 0.05 105 70-130 052 20
Arsenic 220 2.0 200 110 70-130 026 20
Lead 210 2.0 200 0.1 105 70-130 087 20
Selenium 220 2.0 200 1.6 109 70-130 0.19 20
Thallium 209 2.0 200 0.6 104 70-130 0.10 20
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HTS

AES

CVAA

ECD

GC

GFAA

ICP

MS

NA

NPD

TCLP

Environmental Protection Agency

Region 6 Laboratory

10625 Fallstone Road, Houston, TX 77099
Phone:(281)983-2100 Fax:(281)983-2248

Notes and Definitions

The identification of the analyte is acceptable; the reported value is an estimate.

This sample was extracted at a single acid pH.

Sample was prepared and/or analyzed past recommended holding time. Concentrations should be
considered minimum values.

Atomic Emission Spectrometer

Cold Vapor Atomic Absorption
Electron Capture Detector

Gas Chromatograph

Graphite Furnace Atomic Absorption
Inductively Coupled Plasrﬁa

Mass Spectrometer

Not Applicable

Nitrogen Phosphorous Detect.or

Not Reported

Toxicity Characteristic Leaching Procedure
Undetected

Out of QC limits

Initial pressure in air analyses is the pressure at which the canister was received in psia (pounds per square inch
absolute pressure).

The pH reported for Volatile liquid samples was tested using a 0-14 pH indicator strip for the purpose of verifying
chemical preservation. :

The statistical software used for the reporting of toxicity data is ToxCalc 5.0.32, Environmental Toxicity Data Analysis
System 1994-2007 Tidepool Scientific Software. —
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